Treating coil migration in combination therapy involving stenting and coiling for a wide-necked renal aneurysm.
A man with a wide-necked renal artery aneurysm underwent combination therapy involving stenting and coiling to embolize it. However, a large section of one of the coils had migrated outside the stent implanted across the orifice of the aneurysm. After repositioning the migrated coil inside the stent, the implantation of another stent together with sandwiching of the coil between two stents repaired the prolapsed coil. This report describes precautions that should be taken during combination therapy involving stenting and coiling to embolize a wide-necked aneurysm.